SOLUTION CHANGE

CAMBRIDGE VILLAGE
POLICE DEPT
DATAMASTER dmt: 126706

Date: 04/02/2021

OPERATOR NAME:

ROBERT M DANEKO

Permit #: 39105

Operator Agency/Dept: CAMBRIDGE VILL. PD

Reference Standard #: 20500

Nominal = 0.10 g/210L

BLANK TEST 0.00 11:01
INTERNAL STANDARD VERIFIED 11:01
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10 11:01
BLANK TEST 0.00 11:02
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 11:02
BLANK TEST 0.00 11:03
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 11:03
BLANK TEST 0.00 11:04

0.20 ] ; ; 40.0
Alcohol (g/210L)
0.18f = ===" Flow Rate(L/M) : 36.0
0.19 | I ; j3z2.0
0.14 128.0
0.12 24.0
0.10f 20.0
0.08 16.0
0. 06| 120
0.04 8.0
0.02} 4.0
0. 00l ? i é 0.0
0.203 ? IP 15 20 25 30 0.6
Alcochol (g/210L)
O LBl == Flow Rate(L/M) 36.0
N N N TN NS SO SO
0.14 | 28,0
T e e s S 24.0
0.10] (f—— 420, 0
0.08 16.0
0.06 12.0
o | 8.0
O.OSJ = 4.0
Z Zzo 5 1?0 1i5 20 25 30, cfo
Alcohol {g/210L)
o b 1 et Flow Rate(L/M) 36.0
0.16 | 32.0
0.14f st 28,0
o Fabis s s s —— S 24.0
0.1 s 20.0
0.08 : : 16.0
o_oul ------ ; ~% 12.0
A N~
0-0% 5 110 155 250 255 3(? 2



